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Introduction

Glaucoma is one of the leading causes of blindness world-
wide, and high intraocular pressure (IOP) is the most impor-
tant risk factor known to cause glaucoma (1, 2). Currently, 
Goldmann applanation tonometry (GAT) is the gold stan-
dard and reference method for IOP measurement (3).

Although GAT is commonly being used in developed and 
developing countries, some specific situations and diseases 

still entail using other methods including subjective ones. 
Furthermore, in underdeveloped countries and in some 
centers of developing countries, GAT equipment may not 
be readily available. Other options of tonometry are used 
for intraoperative IOP measurement, for uncooperative pa-
tients, kids, and patients who cannot sit for biomicroscopic 
evaluation because GAT is impossible or impracticable for 
these groups. Furthermore, GAT is known to give inaccurate 
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results for patients with corneal scar or edema and patients 
with corneal transplantation, so other tonometry options 
are also commonly used for these patient groups (4, 5). Ocu-
lar palpation tonometry (OPT) (digital tonometry, tactile 
tonometry, and IOP palpation) technique is a fast, cheap, and 
practical method which is commonly used for IOP measure-
ment for the above-mentioned situations and for screening 
purposes (6).

Some studies analyzing the accuracy of OPT reported 
high accuracy rates when performed by experienced hands 
(7), whereas other studies reported poor accuracy except 
for very high IOP values (8).

Some investigators focused on the hypothesis that accu-
racy of OPT can be enhanced by practice and experience and 
claimed that OPT can be enhanced enough to be used with 
high accuracy (4, 7). In literature, some reports suggested 
that the blind people may be more successful to perform 
OPT due to their enhanced tactile perceptions and these 
people can be employed for IOP screening (9).

In this study, we aimed to evaluate the accuracy, repro-
ducibility of OPT, and its feasibility as a screening method.

Methods

Consecutive patients who applied to our outpatient clinic 
with complaints such as refractive errors between August 1, 
2016, and September 30, 2016, were included in the study. 
Age under 40, any type of corneal pathology, and diagnosed 
or suspected glaucoma were chosen as exclusion criteria. 
This study was performed in accordance with the Helsinki 
Declaration, and patients’ informed consents were obtained.

GAT measurements were performed and recorded by 
one ophthalmology specialist for all eyes. Later, a blinded 
other ophthalmology specialist and a blinded ophthalmology 
resident used OPT to define IOP in one of the following IOP 
ranges: “≤10 mmHg, 11–15 mmHg, 16–20 mmHg, 21–25 
mmHg, 26–30 mmHg, and ≥30 mmHg.” OPT measurements 
were performed with index fingers over eyelids of patients 
who were instructed to look down during measurements. 
Furthermore, age, sex, central corneal thickness (CCT), and 
spherical equivalent values were recorded for all patients. 
CCT measurements were done with non-contact specular 
microscope (Nidek Co., Ltd., Gamagori, Japan, CEM-530).

Cohen Kappa test was used to assess OPT reproducibil-
ity by two separate examiners and, OPT and GAT concor-
dance. Kappa values were interpreted according to guide-
lines defined by Landis and Koch (10). Spearman test and 
ordinal regression analyses were used to assess the effect 
of age, sex, CCT, and spherical equivalent OPT and GAT 
concordance. Statistical significance was accepted when 
P<0.05.

Results

A total of 214 eyes of 107 patients were included in the 
study. There were 50 male (46.7%) and 57 female (53.3%) 
patients with a mean age of 55.2±10.5 years.

Mean IOP detected by GAT was 16.4±3.6 (min: 8, max: 
27) mmHg, mean CCT was 556±41 ϻm, and mean spherical 
equivalent was −0.14±2.68 D. None of the eyes was classi-
fied as >30 mmHg with OPT method by either physician. 
Furthermore, there were no eyes with GAT measurement 
over 30 mmHg.

We detected that OPT performed by the resident oph-
thalmologist and the ophthalmology specialist was in con-
cordance with GAT values for 44.4% and 50.5% of the eyes 
tested, respectively. The agreement and disagreement per-
centages of GAT with OPT performed by ophthalmology 
resident and specialist are presented in Table 1 which was 
classified according to GAT values.

We could not detect a significant kappa value for the 
agreement between GAT measurements and OPT measure-
ments performed by the resident ophthalmologist (p=0.333). 
We detected a slight agreement between GAT measure-
ments and OPT measurements performed by the ophthal-
mology specialist (k=0.176, p=0.001). OPA measurements 
performed by the ophthalmology specialist and resident also 
showed slight agreement (k=0.153, p=0.009).

When the eyes were divided into two groups according 
to IOP detected by GAT, OPT performed by the resident 
and the specialist was in concordance with GAT values for 
84.6% and 87.4% of the eyes tested, respectively (Table 2). 
We could not detect a significant kappa value for the agree-
ment between GAT measurements and OPT measurements 
performed by the resident ophthalmologist (p=0.992). We 
detected a fair agreement between GAT measurements and 
OPT measurements performed by the ophthalmology spe-
cialist (k=0.217, p<0.001). OPA measurements performed 
by the ophthalmology specialist and resident also showed 
slight agreement (k=0.134, p=0.005).

There was no significant correlation between OPT states 
according to GAT (overestimation, agreement, and underes-
timation) and age, spherical equivalent, and sex parameters 
for both resident and specialist measurements (p>0.05). How-
ever, CCT (Spearman-resident ophthalmologist: −0.364 and 
specialist: −0.400) and GAT measurements showed significant 
negative correlation (Spearman-resident ophthalmologist: 
−0.644 and specialist: −0.601) with OPT state according to 
GAT (p<0.001), i.e., as CCT and GAT values increase, the 
probability of overestimation by OPT decreases, whereas un-
derestimation probability increases. Following ordinal regres-
sion analysis provided that GAT measurement preserved sig-
nificance (p<0.001), whereas CCT lost significance.
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Discussion

In this study, our purpose was to evaluate the accuracy of 
OPT in comparison to GAT, reproducibility of OPT by dif-
ferent examiners, and its feasibility to be used as a ocular 
hypertension screening method. Birnbach and Leen (7) con-
ducted a study on cadaveric eyes; they yielded IOPs ranging 
between 5 and 40 mmHg at intervals of 5 mmHg. Then, one 
experienced and one inexperienced investigator tried to es-
timate the IOP by palpating the cadaveric cornea. The expe-
rienced investigator was able to detect IOP accurately for 
46% of cases and within a deviation of 5 mmHg for 100% of 
cases. Inexperienced investigator was able to detect IOP ac-
curately for 21% of cases and within a deviation of 5 mmHg 
for 62% of cases. In our study, the ophthalmology specialist 
and resident were able to detect IOP accurately for 50.5% 
and 44.9% of cases, respectively. Our results are comparable 
to results of Birnbach’s study, in which bare cornea was pal-
pated for IOP estimation unlike our work.

Baum et al. (8) reported a low correlation between tac-
tile IOP measurement and GAT but reported some success 
at IOPs over 30 mmHg. The reported low success of Baum’s 
study was in agreement with our study. Unlike Baum’s study, 
there were no patient in our study with IOP over 30 mmHg.

In another study, OPT and MacKay-Marg tonometer mea-
surements were compared in eyes after keratoplasty. In that 
study, OPT measurements were found to be 5 mmHg higher 
than MacKay tonometry measurements, and it was reported 
that, for some doctors and for some patients, OPT method 
may be of value to practice (11). High OPT measurements 
compared to the control tonometer method in that study 
were considered to be due to bias created by post-operative 
high IOP expectancy, post-operative eyelid edema, and eye 
tenderness. The use of different groups of patients in differ-
ent studies directly affects the expected IOP value which in 
turn directly has an effect on the results obtained by this 
subjective method through bias.

When IOP was classified into five groups (≤10 mmHg, 
11–15 mmHg, 16–20 mmHg, 21–25 mmHg, 26–30 mmHg, 
and ≥30 mmHg), agreement of OPT measurements by oph-IO
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Table 2. Agreement of OPT and GAT when eyes were grouped 
according to GAT measurements above and below 21 mm Hg.

IOP detected  

by GAT Resident  Ophthalmology

 Ophthalmologist (%)  specialist (%)

<21 mmHg (187) 96.3  97.3

≥21 mmHg (27) 3.7  18.5

All eyes (214) 84.6  87.4

IOP: Intraocular pressure; GAT: Goldmann applanation tonometry.

Agreement of GAT and OPT
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thalmology specialist and resident with GAT was 50.5% and 
44.4%, respectively. When IOP was classified into two groups 
(≥21 mmHg and <21 mmHg), agreements were 87.4% and 
84.6%, respectively. Despite these relatively high agreement 
rates, Cohen’s kappa test revealed slight-fair agreement be-
tween OPT and GAT and also between OPT measurements of 
different ophthalmologists. These results suggest that the tac-
tile tonometry method has low accuracy and reproducibility.

Cohen’s Kappa test is used to test agreement between 
two tests or two examiners for qualitative items (12). It is 
generally thought to be a more robust measure than simple 
percent agreement calculation since K takes into account 
the possibility of the agreement occurring by chance (12). 
Some IOP intervals in the normal population are seen more 
frequently, and the results reported by physicians who know 
that the normal population is being tested are also concen-
trated in the frequent IOP values so that expectation bias 
probably caused relatively high agreement percentage ratios 
in our study.

The mean IOP in the study population was 16.4±3.6 
mmHg and was found to be slightly higher than the mean 
IOP (15.4 mmHg) determined in the study of the Beaver 
Dam with similar age range (13).

The fact that most of the IOPs of the patients are antici-
pated to be close to the mean IOP of the population because 
the patients included in the study are patients without oc-
ular hypertension history is a limitation of the study which 
can cause bias in OPT measurements. Significant negative 
correlations were found between GAT measurements and 
states of OPT measurements (low, high, or agreement) com-
pared to GAT. That is, the probability of underestimation by 
OPT increases as the GAT measurement value increases. In 
the patient group with GAT detected IOP values ≥21 mmHg, 
ophthalmology specialist and residents reported results be-
low 21 mmHg for 81% and 96.3% of the eyes, respectively. In 
this group, which is important for high IOP screening, lower 
values detected by OPT than the actual values indicate that 
the use of this tonometry method for screening is not ap-
propriate.

In conclusion, OPT has low reliability and is not recom-
mended as a screening test because it is inefficient in detect-
ing slight moderate IOP elevations frequently seen in early-
stage glaucoma disease. Unless imperative, its results should 
not be relied on and must be verified by other methods.
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