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Case Report

Preoperative evaluation of EDTA-dependent 
pseudothrombocytopenia before lumbar disc herniation 
surgery: A case report

Ethylenediaminetetraacetic acid-dependent pseudothrom-
bocytopenia (EDTA-PTCP) is an in vitro phenomenon de-

fined as a false low platelet count measured by automated 
complete blood count (CBC) analyzers as a result of platelet 
aggregation in the blood samples [1]. CBC analyzers may 
falsely evaluate large platelet clusters as a single, large platelet 
cluster or small lymphocytes [2]. EDTA is a well-known antico-
agulant in use since the early 1950s and has some advantages 
over other anticoagulants in practice [3]. The pathophysiology 
of EDTA-PTCP is not precisely known; however, it has been 
suggested that EDTA binds to calcium ions, interacts with the 
glycoprotein IIb-IIIa molecule on the platelet membrane, re-
leases the glycoprotein IIb epitope, and platelet aggregation 
occurs in patients with autoantibodies against the IIb epitope 

[4]. Although EDTA-PTCP is benign, it can lead to extra costs, 
patient anxiety, inappropriate diagnostic tests and transfu-
sions, and even postponement of emergency treatments [2].

The aim of this study was to emphasize the importance of 
EDTA-PTCP in the evaluation of thrombocytopenia by present-
ing a case defined as EDTA-PTCP in the preoperative period.

Case Report
A 47-year-old male patient consulted the neurosurgery clinic 
with complaints of back and leg pain. On examination of the 
patient, a left femoral stretch test and left Lasègue test at 45° 
was determined to be positive, and left ankle dorsiflexion 
was evaluated as 4/5 muscle strength. Extruded disc herni-
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ations were found at the L3-L4 and L4-L5 levels using mag-
netic resonance imaging. The patient was hospitalized ahead 
of a macroscopic discectomy operation on the herniated ar-
eas. The anesthesiologist requested preoperative laboratory 
tests. The platelet count was measured at 23×103/mm³ and 
the sample was reanalyzed to confirm the result, which was 
evaluated as thrombocytopenia. Venous blood samples were 
collected using K3-EDTA tubes (Becton Dickinson and Co., 
Franklin Lakes, NJ, USA) and Vacuette sodium citrate tubes 
(Greiner Bio-One, Kremsmünster, Austria). Samples were mea-
sured in a Mindray BC6800 hematology analyzer (Mindray Bio-
Medical Electronics Co. Ltd., Shenzen, China). A Sysmex CS-
2500 coagulation analyzer (Siemens Healthcare Diagnostics, 
Erlangen, Germany) was used for the coagulation tests. There 
were no physical examination findings of petechiae, purpura, 
or ecchymosis in the patient, and the coagulation test results 
were within the reference interval. The results are presented 
in Table 1. 

EDTA-PTCP was considered in this case since the physical ex-
amination findings and coagulation tests were incompatible 
with the thrombocyte count. The patient's platelet count was 
repeated using a citrated tube, and the platelet count was 
271×103/mm3, which was within the normal reference interval. 
Peripheral blood smears collected using EDTA and citrate were 
examined and compared. Platelet clusters were not seen in the 
citrated blood sample, but were present in the EDTA-added 
blood sample (Fig. 1, 2). As a result of these laboratory tests, the 
patient was diagnosed with EDTA-PTCP. The results were eval-
uated by an anesthesiologist and the surgical operation was 
planned and performed without problem during the anesthe-
sia process or the surgery. There was no postoperative bleeding 
and the patient was discharged from the hospital 2 days later.

Discussion
Although EDTA-PTCP is only seen in 0.1% of patients in loca-
tions providing routine health services, the incidence is 15% to 
17% in centers investigating the etiology of thrombocytope-
nia [5]. EDTA-PTCP can be observed in healthy humans as well 
as in patients with various diseases. Pseudothrombocytope-
nia does not increase the risk of bleeding and platelet transfu-
sion treatment is unnecessary. However, when the diagnosis 
of EDTA-PTCP is missed, it may cause unnecessary treatment 
interventions, such as a transfusion, or even a splenectomy 
[4]. In this case, pseudothrombocytopenia was not missed 
because the absence of physical examination findings of ec-
chymosis or purpura in a patient with a low platelet count was 
noted preoperatively, and EDTA-PTCP was diagnosed upon 
reassessment. EDTA-dependent pseudothrombocytopenia is 
the most common, but PTCP dependent on the anticoagulants 
citrate, heparin, and sodium fluoride has also been described 

Table 1. Laboratory test results of the patient

Tests Patient Reference
  results interval

International normalized ratio 1.04 08-1.2
Prothrombin time 13.2 10.5-15 s
Activated partial 26.9 21-38 s
thromboplastin time
Fibrinogen 228 150-400 mg/dL
Bleeding time 3.5 1-4 min
(manual practice)
Coagulation time 11 9-15 min
(manual practice)

Figure 1. Platelet aggregation with ethylenediaminetetraacetic acid

Figure 2. Homogeneous platelet distribution with citrate
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[6]. Many brands and models of automated hematology ana-
lyzers are used to perform a CBC in health institutions around 
the world. Currently, there is no hematology analyzer that can 
directly alert the user about EDTA-PTCP, but some analyzers 
can present information such as “platelet aggregation,” “platelet 
clusters,” or “platelet clumps.” Each brand of analyzer uses differ-
ent terminology. Cases of platelet aggregation warnings or pa-
tient samples with thrombocytopenia should be considered for 
EDTA-PTCP, and laboratory staff should evaluate these warnings 
for further diagnostic tests. Hematology laboratories can be im-
portant in the identification of patients with pseudothrombo-
cytopenia and assist the physician. Various methods are used 
to distinguish between pseudothrombocytopenia and real 
thrombocytopenia. Microscopic observation of platelet clusters 
in a peripheral blood smear is accepted as the gold standard for 
the detection of EDTA-PTCP. Other methods include the use of 
other anticoagulants, such as sodium citrate, oxalate, and hep-
arin in place of EDTA; the analysis of EDTA blood at 37°C; and 
the addition of kanamycin to blood samples [7,8]. When EDTA-
PTCP is suspected, the easiest method is to study citrated blood 
samples in CBC analyzers to find the true platelet count [8]. 
The platelet count of a citrated sample will be higher than the 
platelet count of an EDTA sample in these cases. If this cannot 
be realized, it could lead to some serious consequences, such 
as misdiagnosis, unnecessary laboratory tests or treatment, and 
postponement of emergency surgery.
As a result, physicians should contact the laboratory in the case 
of thrombocytopenia results that are incompatible with phys-
ical examination findings and coagulation tests. Laboratory 
staff should also be educated and careful about EDTA-PTCP 
and form an algorithm for thrombocytopenic and warnings of 
platelet aggregation in samples. This may include reanalyzing 
the suspected sample and using other anticoagulants, such as 
citrate, to examine a peripheral blood smear. We believe that 
these precautions can reduce misdiagnosis by discriminating 
between pseudothrombocytopenia and real thrombocytope-
nia, and prevent unnecessary laboratory testing and medical 
interventions.
The patient in this case provided written, informed consent.
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