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Brucella Coombs gel test: Can it replace other serological 
methods as a rapid test in serological diagnosis of brucellosis?

Brucella Coombs jel testi: Brusellozun serolojik tanısında hızlı bir test 
olarak diğer serolojik yöntemlerin yerini alabilir mi?

Begüm Nalça ERDIN1 (ID), Mehmet PARLAK2 (ID), Ayşe GÜVEN AYDINLI3 (ID), Feyza DEMIR2 (ID)

ÖZET 

Amaç: Çalışmada brusellozun serolojik tanısında 

kullanılan Standart tüp aglütinasyon testi (STA), Coombs 

anti-Brucella testi (CAB) ve Brucellacapt testi (CAPT) 

ile Brucella Coombs jel testinin (BCGT) sonuçlarının 

karşılaştırılması amaçlanmıştır.

Yöntem: 180 kan örneği çalışmaya dâhil edilmiş ve 

eş zamanlı olarak STA, CAB, CAPT ve BCGT çalışılmıştır. 

Testlerin sonuçları tanısal performans ve kappa uyumu 

açısından değerlendirilmiştir. 

Bulgular: Testler tanısal performans açısından 

brusellozun serolojik tanısında referans bir yöntem olan 

CAB testiyle karşılaştırıldığında, en yüksek duyarlılık (%98,1) 

ve doğruluk (%98,9) BCGT testinde bulunmuştur. Testler 

Kappa analizi ile değerlendirilip yöntemler arası uyuma 

bakıldığında, yine BCGT’nin en yüksek değere (0.796) ve 

CAB ile önemli derecede uyuma sahip olduğu görülmüştür. 

Sonuç: Sonuç olarak, CAB ile karşılaştırıldığında, 

testler arasında BCGT’nin en yüksek duyarlılık ve 

doğruluğu gösterdiği ve CAB ile istatistiksel olarak anlamlı 

ve önemli düzeyde bir uyuma sahip olduğu görülmüştür. 

Ayrıca, test sonuçları için sürenin kısalması ve deneyimli 

personele duyulan ihtiyacı ortadan kaldırılması, bu testi 

diğer yöntemlerden üstün kılmaktadır. Her ne kadar 

BCGT, brusellozun serolojik tanısında diğer testlerin yerini 

alabilecek gibi görünse de kültür ile doğrulanmış vaka 

ABSTRACT

Objective: The aim of the study was to compare the 

results of Brucella Coombs gel test (BCGT) with Standart 

tube agglutination test (STA), Coombs anti-Brucella 

test (CAB), Brucellacapt test (CAPT) for the serological 

diagnosis of brucellosis.

Methods: A total of 180 blood samples, were 

included in the study and were simultaneously tested 

with STA, CAB, CAPT and BCGT. Results of the tests were 

evaluated in terms of diagnostic performance and Kappa 

coefficient.

Results: When the tests were compared to CAB test, 

which is a reference method in the serological diagnosis 

of the brucellosis, in terms of diagnostic performance; 

the highest sensitivity (98.1%) and accuracy (98.9%) was 

found with BCGT. When tests were evaluated in terms of 

Kappa coefficient, BCGT had the highest value (0.796) 

and substantial agreement with CAB. 

Conclusion: In conclusion, when compared with 

CAB, BCGT showed substantial agreement and highest 

sensitivity and accuracy. In addition, reduction of the 

period for test results and elimination of the need for 

experienced staff makes this test superior to other 

methods. Although BCGT seems to replace other tests in 

the serological diagnosis of brucellosis, its sensitivity and 

specificity should be put forward in culture-confirmed 
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INTRODUCTION

Brucellosis is a zoonotic infection that causes 
severe morbidity and, rarely, mortality in humans. 
Brucella  species are intracellular, aerobic, small, 
gram-negative coccobacilli (1). Disease is transmitted 
to humans who have direct contact with ill animals or 
with those who consume contaminated meat and milk 
(2). Symptoms of brucellosis are usually nonspecific, 
such as fever, malaise, lack of appetite, and joint and 
back pain, and the disease can be acute, subacute, or 
chronic (1,3). Each year 500,000 new Brucella cases 
are reported worldwide and according to the Public 
Health Agency of Turkey data, in 2016, the number of 
cases of brucellosis in our country is 514; morbidity 
rate is 6.45 in 100,000 (4,5). Therefore, brucellosis 
is still hyperendemic and maintains its importance in 
Turkey.

Isolation of the Brucella spp. in blood and/or bone 
marrow culture is the gold standard for diagnosis, 
but isolation of the slow-growing bacterium is time 
consuming and requires experience, the success 
rate is low and laboratory-acquired infections may 
occur. Therefore serological tests are widely used 
for diagnosis. Standart tube agglutination test (STA), 
Coombs anti Brucella test (CAB), Brucellacapt test 
(CAPT) and ELISA are widely used serological tests. 
Rose Bengal test is often used as a screening test in 
brucellosis, but because of its high false-positive 
rate, it is not enough alone for the diagnosis (6). 
Although STA is a commonly used reference test, it is 
inadequate in the presence of blocking antibodies, and 
this may lead to false-negative results, especially in 
chronic cases and relapses (7,8). In these situations 
CAB or CAPT should be studied for laboratory diagnosis 
of the disease (9). Various studies have shown that 

the specificity and sensitivity of CAB and Brucellacapt 
tests are close to each other (10,11). But all of 
these serological methods are labor-intensive, time-
consuming, and require experienced personnel to be 
evaluated.

A new Brucella Coombs gel test (BCGT) (Odak 
Brucella Coombs gel test, Toprak Medikal, Turkey), 
which is not affected by the blocking antibodies, was 
developed in Turkey. This test is performed in vials 
that contain gel matrix with Coombs antibodies. The 
test can be used both for screening and titration, and 
results can be given in about 2 hours (12). The test is 
available in Turkey and it is reported that the results 
are similar with CAPT and CAB (13). The aim of this 
study is to compare the results of the BCGT with STA, 
CAB, and CAPT.

MATERIAL and METHOD

Study design 

A total of 180 blood samples, which were sent 
to the microbiology laboratory of Van Regional 
Research Hospital with suspicion of brucellosis from 
various clinics between 01.09.2014–31.12.2014, were 
consecutively included in the study. Of these samples, 
92 (51%) were obtained from females and 88 (49%) 
from males (F/M: 1.05). The mean age of the female 
patients was 37.8 ± 16.7. The mean age of the male 
patients was 41.3 ± 28.7. 

According to the  instructions 180 samples, were 
simultaneously tested with STA, BCGT (Odak Brucella 
Coombs gel test, Toprak Medikal, Turkey), CAB, and CAPT 
(Vircell, Spain). For STA anti-B.abortus serum (S99, Refik 
Saydam Hıfzıssıha Center, Ankara); for CAB goat anti-
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bovine whole serum (Seromed, İstanbul) was used.

Serum samples were serially diluted to 1/40, 
1/80, 1/160, 1/320, 1/640, and 1/1280 titers. For the 
diagnosis of the brucellosis 1/160 and above, titers 
were considered to be significant. 

Standard Tube Agglutination Test 

Serum samples were serially diluted to 1/40, 1/80, 
1/160, 1/320, 1/640, and 1/1280 titers. Later standard 
anti-B.abortus serum (B.abortus S99, Refik Saydam 
Hıfzıssıha Center, Ankara) was added to each sample 
and incubated at 37ºC for 24 hours. 

Coombs anti Brucella test 

After STA, the tubes in which agglutination was not 
observed were centrifuged and washed three times 
with saline. The supernatant of each well was replaced 
with 25 μl of saline, and 25 μl of goat anti-bovine whole 
serum was added and incubated at 37ºC for 24 hours. 

Brucellacapt test 

Test was performed in the plates according to 
the manufacturer’s instructions and the plate was 
incubatedfor 18–24 hoursat 37°C. The wells which 
contain Brucella antibody negative serum samples, 
were found to appear as blue dot at the bottom of 
the plate because the antigens sink to the bottom of 
the well without binding the wall. Brucella antibody-
containing samples,which form a light-blue uniform 
appearence, have been assessed as positive. 

Brucella Coombs gel test

Diluent in the amount of 100 μl to the first well and 
50 μl to the other wells was put in the dilution plate. 5 

μl of serum sample was added to the first well, which 
was then mixed. From the first well, 50 μl was added to 
the second well. By using this method, serial dilutions 
were made up to 1/1280, and 50 μl was removed from 
the last well. All wells were mixed by adding 50 μl of 
Brucella  antigen suspension. After mixing the plate 
thoroughly, 50 μl of suspension from the corresponding 
well was pipetted into the corresponding well in the 
Brucella Gel Matrix. The Brucella Gel Matrix was 
centrifuged for 20 minutes and the observed results 
were evaluated. If the pink Brucella antigens were seen 
at the bottom of the tube, these wells were evaluated 
as negative. If the Brucella antibodies were present 
in the serum sample, antigen-antibody complexes 
were seen as pink layers on the upper part of the gel. 
Titrations of 1/160 and above were considered positive 
for brucellosis (Figure 1, 2). 

Statistical analysis

Although descriptive statistics are given as mean 
and standard deviations for continuous variables, 
categorical variables and descriptive statistics 
are given in numbers and percentages. For these 
categories, the Kappa coefficient was calculated to 
determine the concordance between the methods (14). 
Kappa coefficient was interpreted as follows: values ≤ 
0 as indicating no agreement and 0.01–0.20 as none 
to slight, 0.21–0.40 as fair, 0.41– 0.60 as moderate, 
0.61–0.80 as substantial, and 0.81–1.00 as almost 
perfect agreement. For statistical calculations, 0.05 
was accepted as significant. The Minitab (version 14) 
statistical software package was used for calculations. 

Figure 1. Brucella Coombs gel test negative Figure 2. Brucella Coombs gel test positive with 
1/640 titration (two fold dilutions were made start-
ing from the 1/40 dilution in the first well.)
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RESULTS

The number of samples above 1/160 titer for 
STA, CAB, and CAPT were as follows respectively: 
41 (22.8%), 52 (28.9%), and 57 (31.7%). In BCGT, 
the performance of which was compared with other 
tests, the titration of 52 samples (28.9%) was 1/160 
and above. BCGT had similar positive results with 
the CAB, which is a reference test in the diagnosis of 
brucellosis (Table 1).

When tests are evaluated in terms of kappa 
coefficient, BCGT has been found to have the 
highest concordance with CAB, which is the standard 

method for brucellosis, (Kappa coefficient: 0,796). 
This is an substantial agreement and was found to 
be statistically significant . STA (Kappa coefficient: 
0.646) and CAPT (kappa coefficient: 0.603) also has 
substantial agreement with CAB (Table 2).

Sensitivity, specifity, positive predictive value 
(PPV), negative predictive value (NPV), accuracy of 
STA, BCGT nad CAPT are also compared with CAB 
test and can be seen in detail in Table 3. The highest 
sensitivity (98.1%) and accuracy (98.9%) was found 
with BCGT. The highest specifity (100%) was found 
with STA (Table 3).

BRUCELLA COOMBS GEL TEST

Table 1. Comparision of BCGT, STA and CAPT results with CAB

Other Tests
CAB

Total
Negative 1/40 1/80 1/160 1/320 1/640 1/1280

BCGT

Negative 79 3 2 0 0 0 0 84

1/40 3 16 4 0 0 0 0 23

1/80 0 2 18 1 0 0 0 21

1/160 0 0 1 12 3 0 0 16

1/320 0 0 0 0 6 2 1 9

1/640 0 0 0 0 2 5 3 10

1/1280 0 0 0 0 0 0 17 17

STA

Negative 82 7 7 2 0 0 0 98

1/40 0 14 7 2 0 0 2 25

1/80 0 0 11 3 2 0 0 16

1/160 0 0 0 6 3 1 3 13

1/320 0 0 0 0 6 2 3 11

1/640 0 0 0 0 0 4 1 5

1/1280 0 0 0 0 0 0 12 12

CAPT

Negative 69 1 2 0 0 0 0 72

1/40 6 13 2 0 0 0 1 22

1/80 6 6 15 1 1 0 0 29

1/160 1 1 5 5 2 0 2 16

1/320 0 0 1 6 5 1 4 17

1/640 0 0 0 0 2 5 0 7

1/1280 0 0 0 1 1 1 14 17

Total 82 21 25 13 11 7 21 180

CAB, Coombs anti Brucella test; BCGT, Brucella Coombs gel test; STA, Standart tube agglutination test; CAPT, Brucellacapt 
test
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Table 2. Kappa coefficient between tests STA, BCGT, CAPT and CAB tests

Compared Tests Kappa Coefficient ± Std. Error p %95 Confident Interval

CAB– STA 0.646 0.001 0.564 - 0.728

CAB – CAPT 0.603 0.001 0.521 - 0.685

CAB - BCGT 0.796 0.001 0.727 - 0.865

CAB, Coombs anti Brucella test; BCGT, Brucella Coombs gel test; STA, Standart tube agglutination test; CAPT, Brucellacapt 
test

Table 3. Sensitivity, specifity, positive predictive value (PPV), negative predictive value (NPV), accuracy of tests

Compared Tests Sensitivity Specifity PPV NPV Accuracy

BCGT 98.1 99.2 98.1 99.2 98.9

STA 78.8 100 100 92.1 93.9

CAPT 1/160 94.2 93.8 86 97.6 93.9

CAPT 1/320 76.9 99.2 97.6 91.4 92.8

CAB, Coombs anti Brucella test; BCGT, Brucella Coombs gel test; STA, Standart tube agglutination test; CAPT, Brucellacapt 
test

DISCUSSION and CONCLUSION

Although isolation of the bacteria is gold standard 
for the diagnosis of the brucellosis, because of the 
slow growth of Brucella spp, the low rate of isolation 
and special requirements for biosafety conditions, 
serological tests are widely used.

STA is accepted as the most commonly used 
standard method in the diagnosis of brucellosis all 
over the world. The STA test detects the total S-LPS 
antibodies (IgM, IgA, IgG) against the bacteria surface. 
However, in chronic infection or relapse, when blocking 
antibodies (incomplete) occur, false-negative results or 
low titers may be detected. To eliminate this situation, 
CAB or CAPT should be done (8,9). However, since CAB 
is laborious and time consuming and CAPT is expensive, 
they cannot be used routinely in laboratories where 
large numbers of samples are analysed (6,8). 

BCGT is performed in wells that contain gel 
matrix with Coombs antibodies. In BCGT, STA and 
CAB are performed together, and both screening 
and titration can be done. Furthermore, besides IgG 
antibodies against Brucella, IgM and IgA antibodies 
can be detected. With this test, the 24–48 hour period 

required for the test results with STA, CAPT and CAB 
is reduced to a very short time of about two hours. In 
addition, it eliminates the need for experienced staff 
for laboratory work and evaluation. For this reason, 
various studies have been carried out in different 
places in our country since BCGT was introduced, 
comparing the test with other serological methods. 
Irvem et al. (13) from Istanbul and Köroğlu et al. 
(15) from Sakarya reported that BCGT has perfect 
agreement with both CAB and CAPT. Turhanoğlu et al. 
(16) from Konya and Borsa et al. (17) from Igdir region 
reported that the performance of the BCGT is smilar 
with CAB. Again, Borsa and his colleagues stated that 
BCGT is the only rapid serological test which has 
similarsensitivity with CAPT. 

In our study, when tests were evaluated in terms 
of kappa coefficient, BCGT showed the highest 
concordance with CAB, which is the standard 
method for brucellosis, (kappa coefficient: 0,796). 
This is an substantial agreement according to Kappa 
interpretation and is statistically significant  (Table 2). 
When the tests were compared to CAB test in terms 
of diagnostic performance; the highest sensitivity 
(98.1%) and accuracy (98.9%) was found with BCGT 
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(Table 3). These results also support other studies 
conducted in our country. 

As a result, compared with CAB, which is accepted 
as a reference test within three methods, BCGT has 
the highest diagnostic performance and highest 
Kappa concordance. In addition, reduction of the 
period for test results and elimination of the need for 

experienced staff makes this test superior to other 
methods. In the light of these data, we can propose 
that BCGT can replace other serological tests for 
the diagnosis of Brucellosis. But despite our results 
and all of the studies done, BCGT  still needs to be 
evaluated with culture confirmed cases and controls 
in  a comprehensive study.
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